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Rajasthan Medical Services Corporation Limited
Gandhi Block, Swasthya Bhawan, Tilak Marg, C-Scheme, Jaipur-302005 (Raj.)

Phone No: 0141-2228066 , 2228064 Website: http://rmsc.health.rajasthan.gov.in
CIN:U24232RJ2011SGC035067 E_mail ; cdprm;c@ni_c.iﬂ
Ref. No.: F.02(86)/RMSCL/Proc/N-95 mask /NlB-|9/2020/L' ‘ Dated: o § [ | A bed '

FINAL LIST OF BIDDERS DECLARED RESPONSIVE /

NON RESPONSIVE
NIT Ref. No.:- F.02(86)/RMSCL/Proc/N-95 mask /NIB-19/2020/442 Dated:01.12.2020

(TECHNICAL BID OPENED ON 29.12.2020)

S. | Name of Bidder | Quoted Bidder | Responsive Non responsive Bidders /
No. Item Status Bidders / Items code no.
Code Mfg / Items code
" No. Importer no.
1 2 3 4 5 6
1 | Aamr N-95 MSME Nil Non responsive due to N-95 mask
LifeSciences Unit samples testing in laboratory does not
Pvt. Ltd. meet the requirement as (Particulate
_ filtration efficiency)
2 | Accumax Lab N-95 Mfg Nil Non responsive due to N-95 mask
devices Pvt. samples testing in laboratory does not
Ltd. meet the requirement as (Particulate
i filtration efficiency) ,
3 | Amita Projects N-95 MSME |  Nil Non responsive due to N-95 mask
Unit samples testing in laboratory does not
meet the requirement as (Particulate
filtration efficiency)
4 | Arihant N-95 Mfg Nil Non responsive due to N-95 mask
Packwell samples testing in laboratory does not
9 meet the requirement as (Particulate
__ | filtration efficiency)
5 | Deepali Designs | N-95 MSME Nil | Non responsive due to N-95 mask
& Exhibits Pvt. Unit samples testing in laboratory does not
Ltd. meet the requirement as (Particulate
B filtration efficiency)

6 | Devesh Fab Tex | N-95 Mfg Nil Non responsive due to N-95 mask
samples testing in laboratory does not
meet the requirement as (Particulate
filtration efficiency and Breathing

7 Resistance)
7 | Emerge Glass N-95 Mfg N-95 Nil
India Pvt. LTd. _
8 | H.Q Lamps N-95 Mfg Nil Non responsive due to N-95 mask
Manufacturing samples testing in laboratory does not
Co. Pvt. Ltd. meet the requirement as (Particulate
o8 filtration efficiency)
9 9 | Karam N-95 Mfg N-95 Nil
Industries
10 | Kingfa Science N-95 Mfg N-95 Nil
& Technology
India Ltd.
Il | Lars Medicare N-95 Mfg N-95 Nil
Pvt. Ltd. =
| 12 | Mahaveer N-95 MSME Nil Non responsive due to N-95 mask
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‘ Non rcsponsivdc Bidders /
sive ode no.
Name of Bidder | Quoted Bill(lw Itemsie
No ltem Status code
l Code Mfg/ | ltems
No. | Importer 1o. —
- ratory do
S — samples testing in I?]lt)(:xs (p;yrticulate
Polypack Unit meet the requir " and Breathing
filtration cgﬁmency
Resistance or
E i Non responsive due to turnov t the
Megha N-95 | Importer Nil ‘tted by firm does not mee
nternationgl subn?ltte y £ bid condition 2(b)
requirement of 0! s mask
T Nanda—— - sive due to N-95 m
andanj N-95 MSME Nil Non respon ine in laboratory does ot
Creation g, Unit samples testing in labor. culat
irement as (Particulate
meet the requ1remer)1
15 iltration efficiency
15 WN\%M\% NS I Nil
———| Woven Pyt Ltd.
N oramoung NS5 Mfg Nil Non responsive due to N-95 mask
reimed Lyg, samples testing in laboratory floes not
meet the requirement as (Particulate
17 : filtration efficiency) —
lé::tl;:ittld{are N\%M\fg Nil Non responsive due to N-95 mask
' samples testing in laboratory does not
meet the requirement as (Particulate
1\8\ _ | filtration efficiency)
};\(l)':j fﬁtémpex N-95 W Nil [ Non responsive due to N-05 mask
' Unit samples testing in laboratory does not
meet the requirement as (Paticulate
?W\\\ fficienc
Technologies et
|| Ltd.
20 WN\%
| Mills Pyt Ltd.
21 | Sanmatj N5
| Packagin )
22 Shgstn Spuntec N-95 Non responsive dus 1 N-95 mask
India Pvt, L¢q. samples testing in laboratory does not
meet the requirement as (Paticulate
filtration efficiency and Splash
S T resistance
43 Sky Lifecare N-95 Mfg Non responsive due to
Pvt. LTd. - Firm submitted BIS certificate and
sample with the name of Prince
enterprises.
2. Firm submitteq dealership
certificate but ag per bid condition
2(a), only manufacturer is allowed to
B ) participate in the bid.
24 | Suchi Industries N-95 Mfg | N-95
25 I’[d‘gjaria N-95 Mfg Non respons}ve 'due to N-95 mask
Polypipes Ltd. (MSME) samples testing in laboratory fioes not
meet the requirement as (Particulate
L filtration efficiency)
W N
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Quoted | Bidder | Responsiy . I
ltem Statuy Ili«lltlefs /(‘ Non l;ﬂpomi\c Bidders /
“ile \ ' tems co i
Cuue Mig/ | lMtems code e, !
No. lmporter n. }
T 1 v B o
- AL EALA \ 1 \ s s e e e it
' NEALTHCARD Mig Nil Non responsive due to N-95 mask
PRIVATE samples testing in laboratory does a0t
LIMITED meet the requirement as (Particulate
27 | Vi Sabre NSO MR . filtration efficiency)
Safety vt Ld ) MR Nil Non responsive due to N-95 mask
) ' o samples testing in laboratory does not
meet the requirement as (Particulate
2N | Zkee ; filtration cfficiency)
lnterati N-03 Ml Nil Non responsive due 10 N-95 mask
oG} samples testing in laboratory docs not
meet the requirement as (Particulate
Binline £ - filtration efficiency)
nline financial bid will be opened on 36.02.2021 at 04:00 PM.
Executive E;ir{c\tor (Proc.)
RMSCL
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