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CLARIFICATION/ CORRIGENDUM/ADDEND UM

Subject: Revised Technical Specification of item “ Incubator 7, under No. RMSC/EPM/M-
2/2023-24/NIB-768/240 Date 14.07.2023.

Revised Technical Specification of Item “Incubator »

B |
|

| Existing Technical Specification in Point No. | Revised Technical Specification in Point No.
| 17 17

Model test report of 1IEC 60601-1: Safety | Model test report of IEC 61610-1/ IEC 6060%?

i

|

. measurement, control and laboratory use; - | for measurement, contro! and laboratory use; -
._from NABL accredited laboratory under scope. | from NABL accredited laboratory under scope.

|
| requirement for electrical equipment for | 1: Safety requirement for electrical equipment |
|

Please note that all clarification/amendment/corrigendum in technical specifications/bid
conditions is the integral part of the bid document. This corrigendum/ addendum should be
signed and annexed with bid document,

All other terms, conditions & Specification remains the same.
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