Rajasthan Medical Services Corporation Limited, Jaipur
‘I»’-block, swasthya Bhawan, Tilak Marg, C-Scheme, Jaipur

Phone no. 0141-2223887, Fax no, 0141-2228065
CIN : [124232RJ20118GC0O35067

E-mail:rmsc@mnic,in

Website : www.rmsc.nic.in

No.: F-8( ) RMSC/EPM/M-1/R.C. 15-16/NIB-117/2016/ 23 sy 2

-+ OFFICE ORDER :~

With reference to previous order No F-8(13 ) RMSC/EPM/M-1/R.C. 15-16/NIB-117/2016/ 2016
Dated 26.04.16 for List of Bidders declared Responsive/Non Responsive as per Documentary Evaluation &
Technical Evaluation of NIB No. F-8( ) RMSC/EPM/M-1/R.C. 15-16/NIB-117/2015/1419 Dated: 28.09.15.
(Technical bid opening date 08.01.16) is hereby revised as_follows:-

Dated: 2 3 [ ([G

8r, Name of Item Name ot Firm Responsive / Non- Remarks
No Responsive as per
Demonstration Reports and
Documentary Evaluation
01 02 03 04 05
5. | Refrigerated M/s Yorco sales Pvt Ltd, 8/6-E, Site IV, Non-Responsive TEC 60601-1 Report Not
Centrifuge  for | Sghibabad Industrial Area, Submitted by the Firm
Blood Components | Dyjstt, Ghaziabad (U.D.) '
6-8 Bags M/s Thermo Fisher Scientific India Pvt. Responsive Nil
Lid 403,404, Delphi B Wing,
Hiranandani Business Park, Powai,
Mumbai
M/s Remi Elekirotechnik Ltd. Remi Non-Responsive Required CE Certificate
House 11 Cama Indl. Estate Goregaon submiiited for the quoted ltem
East Mumbai 400063 was ~withdrawn by Issuing
Authority on Dated  19-01-16
M/s Authentic [nstruments, 31 RIICO Non-Responsive Submitted Mandatory document
Indl. Area Jhotwara, Kamani Choraha, CE & ISO 13485 Certificate are
Jaipur not proper for Quoted Item
‘6, | Blood Cell | M/s Fresenius Kabi India Private Responsive Nil
Separation /| Limited, Fifth Floor, A Wing, Ashoka ’
Aphacresis Plaza, Pune-Nagar, Survey No. 32/2,
Machine Vadgaon Sheri, ¥iman Nagar, Pune
M/s Terumo Penpol Private Limited, Non-Responsive As per Demo Report - As firm
P.B. WNo. 6105, I-2, Jawahar Nagar, Terumo Penpol does not have
Thiruvananthapuram, Kerala, India CDSCO  (Govt. of India)
Regisiration As per form 41, as
per drug & cosmetic act. So firm
can not import single donor
Platelet Aphaeresis Kit & even
can not use kit in India. Hence
demonstration of quoted model
for this procedure can not be
taken.
Technically Not Recommended
as per Demonstration Report
7. | Blood  Collection | M/s Delhi Hospital Supply Private Lid, Responsive Nil
Monitor 101-103, pal mohan sadan, 26/32 , East
Paiel Nagar, Rajindra Place, New Delhi
M/s Remi Elekirotechnik Ltd. Remi Non-Responsive Non submission of valid USFDA
House 11 Cama Indl. Estate Goregaon Certificate for Item.
East Mumbai 400063
M/s Authentic Instruments, 31 RIICO Non-Responsive Submitted Mandatory document
Indl. Area Jhotwara, Kamani Choraha, CE & 180 13485 Certificate are
Jaipur not proper for Quoted [tem
M/s Terumo Penpol Private Limited, Responsive Nil ‘
P.B. No. 6105, [-2, Jawahar Nagar,
Thiruvananthapuram, Kerala, India
M/s Yorco Sales Pvt. Ltd., 8/6-E, Site Non-Responsive Authorization from  foreign
1V, Sahibabad Industrial Area, Distt. Principal Manufacturer no
Ghaziabad (U.P.) submitted in Bid/ Shortcoming
Documents
8, | Digital Ttem Cancelled
‘| Haemaoglobin
Meter

Online financial bids of Responsive bidders
27.06.2016 at 11:00 A.M.

for above items will be opened on dated

E;e%?ltive Director (EPM) i
Rajasthan Medical Services Corporation,

Jaipur




