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No. F-8( ) RMSC/EPM/M-1/17-18/NIB-261/2018/ 7 & Dated: 2 /2 //%
OFFICE ORDER

List of bidders declared responsive/non responsive as per documentary evaluation &
technical evaluation of NIB No. F-8( ) RMSC/EPM/M-2/17-18/NIB-261/5459 dated 08.11.17,
technical bid opening date 03.01.18. The list of bidders declared responsive/ non responsive as
per decision taken in the purchase committee dated 20.02.2018 headed by M.D., RMSCL:-

S. Name of Firm Quoted items Responsive Remarks

No. /Non responsive

1. | M/s Meril Diagnostics Pvt. | Elisa Reader and Responsive TP T P SN
Ltd., Survey No. 135/2/B, | Washer _ W ERT T W B
Bilakhia House TEeiaT A E19 Technically
Muktanand Marg, Chala, recommended f&7IT 77 |
Gujrat

2. M/s Transasia Bio- Elisa Reader and Non-Responsive | ¢  gepeic T918 $ 21N
Medicals Ltd. Transasia | Washer T GRT Wi HHe @
House, 8 Chandivali qeH=re] 9T R
Studio Road Andhari Technically Not approved
Fast, Mumbai (standard accessories not

provided ) o T |

« Complete Elisa reader
with computer, printer
and UPS not brought
during demo.

+ Inbuilt printer unable to
printout — 12
rows+8coloumns
reading of elisa plate.

+ Software was not unable
1o interpret to show

- result on screen
correctly.

«  Washer—-0Only 8 way
wash head was
demonstrated not 12
way wash head.

3. | M/s Sun Bio System , 250, | Elisa Reader and Responsive TB=TeHT TRIE & QIR
2nd Floor, Vardharman Washer w4 GRT T S Bl
Plaza,Vasundhara AT WO IR Technically
Enclave , Delhi recommended [T 4T |

4. M/s Sudarshan Chemicals CENTRIFUGE Non-Responsive |¢ T&=Ia] &0 & SN
{Regd) ,Sudarshan MACHINE- (16  od g T AT T
Building, Jhalawar Road TUBES) _ ) S G TR

| Kotar R - _ R '_ - Technically Not appfoifefl .

' (standatd acéessories not - |7
: pi:o'yi_lded' )W T e ':‘f?.'. :
1o centrifuge machine was | !
- with bush motor.
Machine was not with 55
Tube Carrier. '
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5. | M/s Remi Elektrotechnik | CENTRIFUGE Responsive | @@=t INIETT & NI
Ltd.,Remi House, 11 MACHINE- (16 HH G WEIT WS @l
CAMA INDIL TUBES) T Teh! FIAT §IRT Technically
Estate,Goregaon (E), recommended {SHaT 72T |
Mumbai

6. | M/s Remi Elektrotechnik | CENTRIFUGE Responsive THE] UNEY B N
Ltd.,Remi House, 11 MACHINE - (36 wH ERT TR W Bl
CAMA INDL TUBES) Fep=dT WA GRT Technically
Estate,Goregaon (E), recommended [T 7 |
Mumbai

21.02.18 at 03:00 P.M. Demonstration report can be obtained from office during office ti

Ouline financial bids of responsive bidders for above item will be opened on dated
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N AV
ExecutiveDirector (EPM)
RMSCL, Jaipur
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