Rajasthan Medical Services Corporation Limited, Jaipur
Gandhi Block, Swasthya Bhawan, Tilak Marg, C-Scheme, Jaipur - 302005

Ph. No. 0141-2223887, Fax ; 0141-2228065
CIN:U24232RJ20118GC035067

E-mail : edepmrmsc-rj@@nic.in

Website: http://rmsc.health.rajasthgn.gov.in

No. F-8( ) RMSC/EPM/M-1/17-18/NIB-283/2018/ (090 >
OFFICE ORDER

Dated: HOO/\ \§

List of bidders declared responsive/non responsive as per documentary evaluation &
technical evaluation of NIB No. F-8( ) RMSC/EPM/M-1/17-18/NIB-283/5793 dated 12.12.17,
technical bid opening date 22.01.18. The list of bidders declared responsive/ non responsive as
per decision taken in the purchase committee dated 07.03.2018 headed by M.D., RMSCL.:-

S. Name of Firm Quoted items Responsive Remarks

No. /Non

responsive

1. | M/s Sudarshan Water Bath Non-Responsive | gerei[e] UNEOT @ IRH TH BRI
Chemicals e B s o s G A
‘Sudar shan building, Technically not approved & T3 |
jhalawar road, Kota As per our specifications

thermostatic temperature control
from ambient upto 100°C. but the
Temperature not reached 100 ° C)
As per our specifications point
preventing thermal runway,
seamless resevoir with no welds
to teak or rust .but No seamless
resevoir.

2. | M/s York Scientific Waier Bath Non-Responsive | T&1d! GBIl @ AN BH gRI
Industries Pvt Ltd TR WA B dedm] GAR g
8/6E, S_ite 1V, Sahibabad Technically not approved faFam Tar
ggﬁ:ﬁ;{ma As  per our specifications

J thermostatic temperature control
from ambient upto 100°C. but the
Temperature not reached 100 ° C)
As per our specifications point
preventing thermal runway,
seamless resevoir with no welds
to leak or rust .but No seamless
resevoir.

3. | M/s Chino Scientific | Water Bath Non- TFAIeT T & JRF BH 50
Instruments Mfg, Responsive | Wyl TR 781 [T 77|
3/15, panchsheel Nagar,

Ajmer

4, | Prasad Overseas P.No. 4, | Water Bath Non-Responsive | Gaprlldl e fbd O 9% &
Bhawani niketan vistar # e aEden @ o
nagal road, jhotwara, TS w9 Y g ug e
jaipur

Mandatory manufacturing license
and EM-Il certificate is not
submitted along with technical bid

5. | Prasad Overseas P.No. 4, | Incubator Non-Responsive | p=T1a] Hedlldd fHd WM 93 FH
Bhawani niketan vistar w1 ffter emEen ® |
nagal —road; _jhotwara, TR WY Y @ B
jaipur _ B L
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Mandatory manufacturing license
and EM-il certificate is not
submitted along with technical bid

Remi House, 11 CAMA
Indl. Estate,
Goregaun, Mumbai

6. | M/s Sudarshan Chemical | Incubator Non-Responsive | Tales] OO & TR BE ERT
Sudarshan building, W A B TEa] G gRT
jhalawar road, Kota Technically not approved {37 7 |

1. Showing dents in finishing of
door & internal chamber

2. Lourd noisy compressor during
cut off/on

3. Continously disturbing vibrating
sounds

4. Spelling error (Incubator) on
label

5. Burning wire smell on door
opening

6. Previous unsatisfactory
performance in deptt of
microbiology  SMS  medical
college.

7. | M/s York Scientific Incubator Responsive THepl TEUT B OGN BH BN
Industries Pvt Ttd T[T WHE BT agHIe Gy g
8/6E, Site IV, Sahibabad Technically recommended f5aT Ty |
Industrial Area
Ghajiabad

8. | M/s Chino Scientific | Incubator Non-Respousive | qeheila TN § TR¥ H gNT
Instruments Mfg, WA O B aEEel SRR g
3/ '15; panchsheel Nagar, Technically not appreved T 27|
Ajmer As per specifications suitable built

in voltage stablizer. But it is not
available

Size of inner chamber — capacity
approx. 10 cubic ft. but in this
instrument inner chamber size
3.47 cubic ft. '

9. | M/s Remi Blektrotechnik | Incubator Responsive ] YT & SR BH g
Limited, TR W Dl A iy gy

Technically recommended 2531 737}

Online financial bids of responsive bidders for above item will be opened on dated
(8.03.18 at 03:00 P.M. Demonstration report can be obtained from office during office time,
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Execufive Di;;gtor (EPM)
RMSCL, Jaipur




