Rajasthan Medical Services Corporation Limited
Gandhi Block, Swasthya Bhawan, Tilak Marg, C-Scheme, Jaipur — 302005

Ph. No. 0141-2223887, Fax : 0141-2228065 E-mail : edepmrmsc-rii@nic.in
CIN:U24232RJ2011SGC035067 Website: www.rmse. health.rajasthan.gov.in
F-8(222) RMSC/EPM/M-2/2020-21/NIB-444/ 5 '}é D). dated: ’0 , I ] Nao

Order for Rate Contract

Item/Bidder status: Manufacturer

Indicative Quantity: 07

ST Item Detail

1. Name of Equipment / ltem Hot Air Oven - DTL

2. Name & Address of Firm M/s Yorco Sales Pvt. Ltd., Yorco Corporate Tower, Plot No. 2, Gazipur,

Pratapganj, Delhi-110096 Email: sales@yorco.com

) Make Yorco Sales

4, Model YSI-431D

5. Packing Unit Each

6. R/C No. & Validity (R.C. No 624 Valid upto 30.09.2022)

7. Net Rate Per packing Unit (Rs.) | 74,000.00 (Rs. Seventy Four Thousand Only) HSN Code 851490

8. RMSC Surchage @5% Rs. 3700.00

Q. Rates for Supply to RMSC from Suppliers
() | Basic Rate (InRs.) B 74000.00
(ii) | IGST@ 18 % (In Rs.) 13320.00
(iii) CGST @ 0% (InRs) 0.00
(iv)] SGST@ 0 % (InRs.) (.00
(v) | Approved Rate for Suppliers From RMSC {(i)+(is)+{iii)+(iv)} 87320.00

{In Rs.}

10. Rate for Supply To Consignee From RMSC
(i) | Basic Rate (In Rs.) 74000.00
(ii) | RMSC Surcharge @ 5% on (In Rs.) 3700.00
(iii)] CGST @ 9% {On (i)+(ii)} (In Rs.) 6993.00
(iv)| SGST @ 9% {On (I)+(ii)} (In Rs.) 6993.00
(v) | Approved Rate for Consignee From RMSC {(i)+(ii)+{iii) +(iv)} 91686.00

(In Rs.}

I1. Technical specifications of - Hot Air Oven - DTL is :-
1. Inner chamber should be made of stainless steel of 304 grade and outer body of GI with epoxy coating.
2. Gap between the walls should be filled with special grade glass wool for proper insulation and to avoid heat losses.
3. Inner chamber should be fabricated with ribs to adjust shelves to any convenient height 2 or 3 removable shelves,
4. Shelves are made of polished SS Sheet.
3. It should have air circulating fan with settable speed of 0 to 100% as standard feature.
6. Alarm facility for temperature overshoot/undershoot should be available.
T Heating Flements : - High grade imported wire.
8. Temperature Controls: - Temperature 50°C to 250°C (Higher temperature range also acceptable)
9. Conirol accuracy : £ 2°C or lesser
10, | Control Panel : - Provided with a thermostat control
11. | LED/LCD Display Temp. Controller cum Indicator.
12. | Number of Shelves: 2-3
13. | Bize of Inner Chamber:-W X H X D

600 X 600X 600 mm (£60 mm)
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14. | Documents /Training and other notes:

(i} The equipment should be certified by CE marking .

(ii)Should have safety certificate from a competent authority like CE/Equivalent or valid detail of electrical and
functional safety test. Copy of the certificate/test report shall be produced along with the technical bid
(iii)Comprehensive guarantee period with spare parts for at least three years from the date of installation.
(iv)Instruction Manuals (Hard Copy or Soft copy as applicable) along with standard Operation Procedures (SOP).
(v)Satisfactory technical and application training to the personals at the site after installation.

{vi)CMC will be given @5% of net rate-inclusive of GST (as applicable) & yearly escalation of 5% on last year's CMC
price. The CMC may be awarded for five years {on yearly basis) after completion guarantee period.

(vii}Price quoted should be inclusive of their complete installation in all respects at site as per purchase order.
(viii)Final technical approval only after demonstration of the quoted product.

(ix)Any other perquisite required (if any) with specifications should be included with the instrument to run and
complete the installation.

A\
Executive \)lrector (EPM)
Rajasthan Medical Services Corporation Ltd.,
Jaipur

F-8(222) RMSC/EPM/M-2/2020-21/NIB-444/ dated:
Copy forwarded to the following for information & necessary action:
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P.S. to Hon’ble Health Minister, Medical & Health Deptt. Govt. of Rajasthan.
P.S. to PHS, Medical Health & FW Deptt. Rajasthan, Jaipur.
PS to Pr. Secy/Secy, Medical Education Department, Rajasthan, Jaipur
P.S. to Mission Director NHM Jaipur.
PA to Managing Director, RMSCL
Director, (PH)/(Aids)/(FW)/(RCH)/(IEC)/(ESI).
Principal, Medical College, Ajmer, Bikaner, Jaipur, Jodhpur, Kota, Jhalawar& Udaipur.
Principal R.U.ILS. College of Dental Science Jaipur.
Principal, RUHS College of Medical Scinces, Jaipur.
. Superintendent Japuriya Hospital Jaipur (Associated with RUHS College of Medical Scinces, Jaipur).
. Superintendent, SMS Hospital, Zenana Hospital, MahilaChikitsalya, Mental Hospital, .K. Lon Hospital, T.B
& Chest Hospital, Jaipur.
. Superintendent Associated Group of Hospital-Ajmer, M.G. Hospital, Jodhpur, Ummaid Hospital- Jodhpur,
PBM Hospital-Bikaner, MBS Hospital-Kota & A.G. Hospital-Udaipur.
. Director, Medical & Health Services (ESI), Mobile Surgical Unit, Raj. Jaipur.
. Addl. Director, Medical & Health Services (PW)/ (RH)/(Hospital Admn.)
. Joint Director, Medical & Health Services, (Zone) Jaipur, Ajmer, Udaipur, Jodhpur, Bikaner, Kota
&Bharatpur.
AllP.M.O.s.
All CM&HO's.
All Dy. CM&HO’s.
AGM (IT), RMSC, Jaipur.

M/s Yorco Sates Pvt. Ltd., Yorco Cotporate Tower, Plot No. 2, Gazipur, Pratapganj, Delhi-110096
Email: sales@yorco.com
Guard file.
\ I\)’Vﬂ’o
Executive Director (EPM)
Rajasthan Medical Services Corporation Ltd.,
Jaipur
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Rajasthan Medical Services Corporation Limited
Gandhi Block, Swasthya Bhawan, Tilak Marg, C-Scheme, Jaipur — 302005

Ph. No. 0141-2223887, Fax : 0141-2228065 E-mail : edepmrmse-ri@nic.in
CIN:U24232RJ2011SGC035067 Website: www.rmsc.health.rajasthan.gov.in
F-8(221) RMSC/EPM/M-2/2020-21/NIB-444/ &) 7~ dated: {o |11 JRe2 0

Order for Rate Contract

Item/Bidder status: Manufacturer

Indicative Quantity: 1

Sl Item Detail

1. Name of Equipment / Item Horizontal Laminar Air Flow

2. Name & Address of Firm M/s Yorco Sales Pvt.Ltd, Yorco Corporate Tower, Plot No. 2, Gazipur,

Pratapganj, Delhi-110096 Email: sales@yorco.com

3. Make Yorco Sales

4, Model YSI-188

5. Packing Unit Each

6. R/C No. & Validity (R.C. No 621 Valid upto 30.09.2022)

7. Net Rate Per packing Unit (Rs.) | 2,15,820.00 (Rs. Two Lag Fifteen Thousand Eight ITundred Twenty Only)

HSN Code 84213920

8. RMSC Surchage @5% Rs. 10791.00

9, Rates for Supply to RMSC from Suppliers
(i) | Basic Rate (InRs.) 215820.00
(ii} | IGST@ 0 % (In Rs.) 0.00
(iii)) CGST @ 9 % (In Rs.) 19423.80
(iv)| SGST @ 9% (InRs.) 19423.80
(v) | Approved Rate for Suppliers From RMSC {(i)+(iiy+(iii) +(iv)} 254667.60

(In Rs.}

10. Rate for Supply To Consignee From RMSC
(i) | Basic Rate (In Rs.) 215820.00
(ii) | RMSC Surcharge @ 5% on (In Rs.) 10791.00
(i), CGST @ 9% {On (i)+(ii)} (In Rs.) 20394.99
(iv)| SGST @ 9% {On (i)+(ii)} (In Rs.) 20394.99
(v) | Approved Rate for Consignee From RMSC {(i}+(in)+ (i) +{iv) } 267400.98

{ln Rs.}
1. Technical specifications of — Horizontal Laminar Air Flow is :-

Microprocessor Based Laminar air flow cabinet with LED and LCD display Controfler and UV Tube , Fluorescent
Light , cock for gas connection , power switch & socket , Front Door Interlocking and along with UV Tube Life Meter,
HEPA Filter Life Meter & suitable Alarms.

Outer Body : Stainless Steel Grade 304,
Inner work surface: Stainless Steel Grade 316.
Direction of Air Flow : Horizontal
Cleanliness Level : Class 100
Velocity : 70 cfm £20%
Noise Level 163db A £35%

Working Table Size (Not less than): 4°x2'x’2

Working Table: Made of perforated stainless steel sheet and should be stain finished
Front Door: Made of clear perpex/acrylic sheet or suitable matetial

Manometer: Digital

HEPA Filter: Media - Glass Fiber Paper; Particle Retention-0.3 um & above; Efficiency- 99.97% at Hot DOP &
99.99% at Cold DOP

Pre Filter: Media - Non woven synthetic Polyester with metallic wire mesh, pleated; Particle Retention-10-15 pm;
Efficiency- 90%

Blower Assembly: Suitable Low noise & low vibration with dynamically balanced blower.
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Tnitial self-cleaning cycle with programmable timeout timer showing used time and balance available life in hours,
Password protection feature for user safety should be available.

Documents /Training and other notes:

(i) The equipment should be certified by CE marking.

(ii)Should have safety certificate from a competent authority like CE/NSCI /Equivalent or valid detail of electrical and
functional safety test. Copy of the certificate/test report shall be produced along with the technical bid
(iii)Comprehensive guarantee period with spare parts for at least three years from the date of installation.
(iv)Instruction Manuals (Hard Copy or Soft copy as applicable) along with standard Operation Procedures (SOP).
(v)Satisfactory technical and application training to the personals at the site after installation.

(vi)CMC will be given @5% of net rate-inclusive of GST (as applicable) & yearly escalation of 5% on last year’s
CMC price. The CMC may be awarded for five years (on yearly basis) after completion guarantee period.
(vii)Minimum of two routine maintenance services/inspections to be provided annually and any number of breakdown
emergency calls should be attended during the guarantee period.

(viii)Price quoted should be inclusive of their complete installation in all respects at site as per purchase order.

(ix)Final technical approval only after demonstration of the quoted product.

(x)Any other perquisite required (if any) with specifications should be included with the instrument to run and
compleie the installation.

Niales
Executive Director (EPM)
Rajasthan Medical Services Corporation Litd.,
Jaipur

F-8(221) RMSC/EPM/M-2/2020-21/NIB-444/ 9. 82 dated: Ja ’ I }'lolo
Copy forwarded to the following for information & necessary action:
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P.S. to Hon’ble Health Minister, Medical & Heaith Deptt. Govt. of Rajasthan.

P.S. to PHS, Medical Health & FW Deptt. Rajasthan, Jaipur.

PS to Pr. Secy/Secy, Medical Education Department, Rajasthan, Jaipur

P.S. to Mission Director NHM Jaipur.

PA to Managing Director, RMSCL

Director, (PH)/(Aids)/ (FW)/(RCID/(IEC)Y(ESD.

Principal, Medical College, Ajmer, Bikaner, Jaipur, Jodhpur, Kota, Jhalawar& Udaipur.
Principal R.U.H.S. College of Dental Science Jaipur.

Principal, RUHS College of Medical Scinces, Jaipur.

. Superintendent Japuriya Hospital Jaipur (Associated with RUHS College of Medical Scinces, J aipur).
. Superintendent, SMS Hospital, Zenana Hospital, MahilaChikitsalya, Mental Hospital, J.K. Lon Hospital, T.B

& Chest Hospital, Jaipur.

. Superintendent Associated Group of Hospital-Ajmer, M.G. Hospital, Jodhpur, Ummaid Hospital- Jodhpur,

PBM Hospital-Bikaner, MBS Hospital-Kota & A.G. Hospital-Udaipur.

Director, Medical & Health Services (ESI), Mobile Surgical Unit, Raj. Jaipur.

Addl. Director, Medical & Health Services (PW)/ (RI)/(Hospital Admn.)

Joint Director, Medical & Health Services, (Zome¢) Jaipur, Ajmer, Udaipur, Jodhpur, Bikaner, Kota
&Bharatpur.

AllP.M.O.'s.

All CM&HO's.

All Dy. CM&HO’s.

AGM (IT), RMSC, Jaipur.

M/s Yorco Sales Pvt.Ltd, Yorco Corporate Tower, Plot No. 2, Gazipur, Pratapganj, Delhi-110096 Email:

q

Guard file.
Rajasthan Medical Services Corporation Ltd.,
Jaipur
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