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;‘ “No.: F-8( ) RMSC/EPM/M-1/R.C. 15-16/NIB-11772016/Z 0 | &
| -: OFFICE ORDER :-

List of Bidders declared Responsive/Non Responsive as per Documentary Evaluation & Technical
Evaluation of NIB No. F-§( ) RMSC/EPM/M-1/R.C. 15-16/NIB-117/2015/1419 Dated: 28.09.15. Technical bid

Dated: 2 6 [Y]| &

Openin%date 08.01.16. The list of bidders declared Responsive/Non Responsive is as follows:-

Sr. Name of Ttem Name of Firm Responsive / Non- Remarks
L No Responsive as per
I Demonstration Reports and
E 4 Documentary Evaluation
! ' 01 02 03 04 05
R 1. | Refrigerated M/s Yoreo sales Pvt Ltd, 8/6-E, Site Non-Responsive IEC 60601-1 Report Not
| Centrifuge for Blood | Ty, Sahibabad Industrial Atea, Submitted by the Firm
| Components 6-8 Bags Distt. Ghazizbad (U.P.)
¥ : M/s Thermo Figher Scientific India Responsive Nil
Pvt. Lid 403,404, Delphi B Wing,
Hiranandani Business Park, Powai,
Murnbai
i M/s Remi Elektrotechnik Ltd. Remi Responsive Nil
' House 11 Cama Indl, Estate
Goregaon Eagst Mumbai 400063 _
M/s Authentic Instruments, 31 Non-Responsive Submitted Mandatory document
; RIICO Indl. Area Jhotwara, Kamani CE & IS0 13485 Certificate are
‘j Choraha, Jaipur not proper for Quoted Item
1\ 2. | Blood Cell | M/s Fresenius Kabi India Private Responsive Nil
| Separation /| Limited, Fifth Floor, A Wing,
| | Aphaeresis Machine | Achoka Plaza, Pune-Nagar, Survey
! No. 3272, Vadgaon Sheri, Viman
Nagar, Pune - )
. -M/s.Terumo Penpol Private Limited, Non-Responsive As per Demo Report - As firm
: P.B. No. 6103, 1-2, Jawahar Nagar, Terumo Penpol does not have
| Thiravananthapuram, Kerala, India CDSCO  (Govt. of India)
: Registration As per form 41, as
: per drug & cosmetic act. So firm
can not import single donor
Platelet Aphaeresis Kit & even
can not use kit in India. Hence
demonstration of quoted model
for this procedure can not be
; taken.
; Technically Not Recommended
‘ as per Demensiration Report
3, | Blood Collection | M/s Delhi Hospital Supply Private Responsive Nil
Maoniter Ltd. 101-103, pal mohan sadan,
26/32 , East Patel Nagar, Rajindra
Place, New Delhi .
M/s Remi Elektrotechnik Lid, Renu Non-Responsive Non submission of valid USFDA
‘ House 11 Cama Indl. Estate Certificate for Item.
| Goregaon East Mumbali 400063
: M/s  Authentic Instruments, 31 Nen-Responsive Submitted Mandatory document
: RIICO Indl. Area JThotwara, Kamani CE & IS0 13485 Certificate are
Choraha, Jaipur not proper for Quoted Item
M/s Terumo Penpol Private Limited, Responsive Nil
| P.B. No. 6105, I-2, Jawahar Nagar,
Thiruvananthapuram, Kerala, India
: M/s Yorco Sales Pvt, Lid, 8/6-E, Non-Responsive Authorization  from  foreign
Site IV, Sahibabad Industrial Area, Principal Manufacturer not
Distt. Ghaziabad (U.P.) submitted in Bid/ Shortcoming
; : Documenis
| 4, | Digital Haemoglobin Item Cancelled
Meter

28.04.2016 at 03:00 P.M.

Online financial bids of Responsive bidders for above items will be opened on dated
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Executive Director (EPM)
Rajasthan Medical Services Corporation,

Jaipur




